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Abstract 

Background: The implants of pure titanium (Ti) and its alloys can lead to implant failure because of their poor 
interaction with bone‑associated cells during bone regeneration. Surface modification over implants has achieved 
successful implants for enhanced osseointegration. Herein, we report a robust strategy to implement bioactive sur‑
face modification for implant interface enabled by the combinatorial system of reduced graphene oxide (rGO)‑coated 
sandblasted, large‑grit, and acid‑etched (SLA) Ti to impart benefits to the implant.

Methods: We prepared SLA Ti (ST) implants with different surface modifications [i.e., rGO and recombinant human 
bone morphogenetic protein‑2 (rhBMP‑2)] and investigated their dental tissue regenerating ability in animal models. 
We performed comparative studies in surface property, in vitro cellular behaviors, and in vivo osseointegration activity 
among different groups, including ST (control), rhBMP‑2‑immobilized ST (BI‑ST), rhBMP‑2‑treated ST (BT‑ST), and rGO‑
coated ST (R‑ST).

Results: Spectroscopic, diffractometric, and microscopic analyses confirmed that rGO was coated well around the 
surfaces of Ti discs (for cell study) and implant fixtures (for animal study). Furthermore, in vitro and in vivo studies 
revealed that the R‑ST group showed significantly better effects in cell attachment and proliferation, alkaline phos‑
phatase activity, matrix mineralization, expression of osteogenesis‑related genes and protein, and osseointegration 
than the control (ST), BI‑ST, and BT‑ST groups.

Conclusion: Hence, we suggest that the rGO‑coated Ti can be a promising candidate for the application to dental or 
even orthopedic implants due to its ability to accelerate the healing rate with the high potential of osseointegration.
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Introduction
Shortening the healing period after an implant placement 
surgery is the most priority in dental implants. In par-
ticular, initial osseointegration and subsequent preserva-
tion are the most potent factors that promote the healing 
rate [1, 2]. Osseointegration is defined as an intimate 
contact between living bone and implant surface without 
the intervention of fibrous connective tissues, which is 
a crucial factor in enhancing the long-term clinical suc-
cess of dental implants [3, 4]. Among other factors, the 
provided surface of the dental implant plays an important 
role in the early stage of osseointegration, which has a 
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direct impact on the later development of bone growth 
in patients [5]. To date, the most widely used materials 
for dental and orthopedic implants are pure titanium (Ti) 
and its alloys with excellent mechanical strength, chemi-
cal stability, and biocompatibility [6]. Unfortunately, 
they do not bind directly to bone or actively induce new 
bone formation because these materials are biologically 
inert. Indeed, incomplete integration of pure Ti implants 
with the bone cells and tissues requires a longer interval 
between surgery and implant loading, ultimately increas-
ing the chance of implant failure [1, 7]. Therefore, many 
elaborated approaches on surface modification and 
methods have been developed to improve the effective-
ness of osseointegration on the implanted Ti interfaces.

Recently developed techniques have focused on the 
modification of implant surface properties that criti-
cally determine osseointegration during bone healing. 
For example, surface treatment processes such as Ti 
plasma-spraying, grit-blasting, acid-etching, anodiza-
tion, and coating with inorganic calcium phosphate have 
been suggested to promote healing rates with increased 
osseointegration, improving the augmentation of sur-
rounding bone [7–9]. Among these surface modifica-
tion techniques, sandblasted, large-grit, and acid-etched 
(SLA) treatment has been frequently used as a standard 
process to modify the surfaces of Ti dental implants due 
to its successful contribution to clinical performance. 
However, challenges still remain in improving the sur-
face properties to promote dental tissue regeneration 
because of the inferior osseointegration of Ti dental 
implants derived by biological inactivation. To overcome 
this problem, several strategies have been suggested for 
the successful assessment of implantation in bone defect 
sites by employing biomimetic molecular modifications, 
such as Arg-Gly-Asp (RGD) peptide [10], collagen [11], 
and growth factors like bone morphogenetic proteins 
(BMPs) [12]. Although successful integration was clearly 
established, the steps to coat the implant with biomol-
ecules were not simple, and the utilities in the process 
required multiple separated bath. Therefore, new tech-
nological efforts to modify the implant surface are still 
being implemented in this field of research.

From a biomaterial point of view, graphene fam-
ily nanomaterials, including graphene oxide (GO) and 
reduced GO (rGO), have offered promising technologi-
cal opportunities, exhibiting inherent superior physical 
and chemical properties in the coated form of thin films 
[13]. Notably, these versatile graphitic nanomaterials 
have been employed in various types of biomedical appli-
cations, including bioimaging, biosensing, drug delivery, 
and tissue engineering, mainly due to the outstanding 
nature of biocompatibility [14–16]. For example, the 
potential of rGO has been investigated as a prominent 

promoter for osteogenic differentiation of human mes-
enchymal stem cells (hMSCs) [17]; it has been found 
that the functional group-containing basal planes and 
edges of rGO actively absorb and interact with surround-
ing biomolecules to direct cell behaviors. On this, our 
previous studies have evaluated clear cellular responses 
specifically on the enhanced osteogenesis by utilizing 
graphene-based nanomaterials [18], and the next step is 
to evaluate an osteogenic efficacy in practical application 
using in  vivo animal models. It has been reported that 
recombinant human BMP-2 (rhBMP-2), a member of the 
transforming growth factor β superfamily, is involved in 
the differentiation of MSCs into osteoblasts, biosynthe-
sis of bone matrix, and stimulation of the ossification 
process by regulating bone induction cascade factors 
[19]. Unfortunately, those growth factors have been also 
reported to show their presumable adverse effects, such 
as ectopic bone formation and postoperative inflamma-
tion and tumorigenesis [20]. Therefore, the development 
of alternative strategies in dental implant applications 
may be an unmet urgent need.

In this study, as a novel technique for promoting den-
tal tissue regeneration, we developed a simple and robust 
process to endow conventional SLA Ti (ST) implants 
with bioactive surface by coating in vitro confirmed rGO. 
In a systematic experimental condition, the concentra-
tion of rGO in the coating process for rGO-coated ST 
(R-ST) implants was optimized via the series of physico-
chemical characterizations and in vitro cytocompatibility 
tests of the R-ST discs, prior to the comparative in vivo 
studies. Unique regular and ultrafine-grained surface 
of the R-ST disc was carefully explored by microscopic 
grain size analysis and the homogenous surface proper-
ties of ultrathin rGO-coated substrates were evaluated on 
the ST discs. Finally, in  vivo osseointegration efficiency 
of four different experimental groups, including ST (i.e. 
SLA Ti, control), BI-ST (i.e. rhBMP-2-immobilized ST), 
BT-ST (i.e. rhBMP-2-treated ST), and R-ST, was exam-
ined by implanting them in a beagle dog mandible.

Materials and methods
Materials
The ST discs and implant fixtures (CP Ti, Grade II, 
ASTM F67) were kindly provided from Cowellmedi 
Co. Ltd. (Busan, Korea) for in  vitro and in  vivo studies, 
respectively. Their surfaces were modified with rGO or 
rhBMP-2 (Cowellmedi Co. Ltd.). GO was purchased 
from Graphene Laboratories Inc. (Ronkonkoma, NY). 
(3-aminopropyl)triethoxysilane (APTES, 99%) and etha-
nol were purchased from Sigma-Aldrich Co. (St Louis, 
MO). Epigallocatechin-3-O-gallate (EGCG, ≥96%) was 
kindly supplied by BMG Inc. (Kyoto, Japan) and de-ion-
ized (DI) water were purchased from Samchun Chemical 
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Co. (Seoul, Korea). All the solvents used were of analyti-
cal grade and all the chemicals received were used with-
out further purification.

Preparation of surface‑modified ST discs and implants
The surface of commercially available ST discs and 
implant fixtures was modified by different functionali-
zation process as shown in Scheme 1. For preparing the 
R-ST discs and fixtures, their surface was initially oxi-
dized and cleaned with  O2 plasma treatment at room 
temperature (RT) for 1.5 h and then immersed in 3% 
solution of APTES in ethanol for 1.5 h to introduce posi-
tive amine groups on the surface. After washing with DI 
water thrice, rGO solution was deposited on each surface 
via peptide bonds between the carboxyl groups of rGO 
and terminal amino groups of APTES. rGO had been 
converted from GO by heating in EGCG solution as 
described elsewhere [21]. Differently concentrated R-ST 
discs (10, 100, and 1000 μg/mL) were prepared in order to 
optimize the coating concentration of rGO on the surface 
(see Table S1). In the case of the BI-ST discs and fixtures, 
they were prepared according to the similar method as 
described in the previous study [22]. In brief, 15 μL ali-
quot of an rhBMP-2 solution (1 mg/mL) was pipetted 
onto the center of the sample surfaces. Homogeneous 
wetting of the surfaces was achieved by the rapid self-
spreading of the rhBMP-2 solution across the dry ST sur-
faces by capillary forces. Finally, the samples were frozen 
and dried under sterile conditions (at − 40 °C), and then 
vacuum dried at maximum 20 °C. To confirm rhBMP-2 

immobilization, the BI-ST discs were incubated with pri-
mary rabbit polyclonal BMP-2 antibody (1:250; Abcam, 
Cambridge, MA) in Dulbecco’s phosphate-buffered saline 
(DPBS, pH 7.4; Gibco BRL, Rockville, MD) containing 
2% bovine serum albumin (BSA; Sigma-Aldrich Co.) at 
RT for 2 h. After rinsing thoroughly, secondary tetra-
methylrhodamine isothiocyanate (TRITC)-labeled rab-
bit anti-human IgG (1:500, 2% BSA solution in DPBS; 
Abcam) was added and reacted at RT in the dark for 1 h. 
Imaging was carried out using an upright fluorescence 
(FL) microscope (BX51, Olympus, Osaka, Japan) with 
a digital camera (Olympus) and the red FL signals from 
the micrographs were quantified using ImageJ software 
(National Institutes of Health, Bethesda, MD). For com-
parison in in  vitro and in  vivo studies, the BT-ST discs 
(150 ng/mL of rhBMP-2 treatment for in vitro study) and 
implants (15 μg/mL of rhBMP-2 treatment upon implant 
placement) were also prepared respectively.

Physicochemical characterizations
The surface topography of the R-ST was measured by 
atomic force microscopy (AFM; NX10, Park Systems 
Co., Suwon, Korea), followed by image analysis using XEI 
Software (Park Systems Co.). Water contact angle analy-
sis was carried out by a contact angle goniometer (Easy-
Drop, model FM40Mk2, Krüss, Hamburg, Germany) 
using a drop-shape analysis program. Raman and X-ray 
photoelectron spectra (XPS) of samples were collected 
using Raman spectrometer (Micro Raman PL Mapping 
System, Dongwoo Optron Co., Ltd., Gwangju, Korea) 

Scheme 1 Surface‑modification strategies for SLA Ti (ST) discs and implant fixtures with rhBMP‑2 immobilization (BI‑ST), rhBMP‑2 treatment 
(BT‑ST), and rGO coating (R‑ST)
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and x-ray photoelectron spectrometer (AXIS Supra, Kra-
tos Analytical, UK), respectively. The base pressure in 
the XPS chamber was 5 ×  10− 10 mbar. A wide scan was 
performed correcting the binding energies with C 1 s as 
reference energy (C 1 s = 284.8 eV). Fourier transform 
infrared (FTIR) spectra were collected by an FTIR spec-
trophotometer (Nicolet 560, Nicolet Co., Madison, WI). 
All spectra were recorded in absorption mode in the 
wavelength range of 1000-4000  cm− 1 with a resolution of 
4.0  cm− 1 and 16-times scanning. Electron backscattered 
diffraction (EBSD) analysis was carried out by using the 
TEAM™ EBSD Analysis System combined with energy-
dispersive X-ray (EDAX) to evaluate the texture and 
grain size of the samples setting the voltage at 20 kV and 
current at 6.0 nA.

Protein adsorption, cell attachment and cell proliferation 
assays
hMSCs were purchased from Lonza (Walkersville, MD) 
and used between passages 5 and 7. Cells were routinely 
cultured in MSC basal media (BM, Lonza), supplemented 
with 10% MSC growth supplement, 2% L-glutamine, and 
0.1% GA-1000, containing a 1% antibiotic antimycotic 
solution (including 10,000 units penicillin, 10 mg strepto-
mycin, and 25 μg amphotericin B per mL, Sigma-Aldrich 
Co.) in a humid incubator maintaining an atmosphere of 
5%  CO2 and 37 °C.

To quantify the surface protein adsorption on the sam-
ples, the protein concentration after incubation of the 
samples with DPBS or media was determined by the 
bicinchoninic acid (BCA) assay. Briefly, disc samples 
were prepared and placed in a 24-well plate. The samples 
were washed three times with DI water and dried over-
night under vacuum at RT. Then, samples were incubated 
with DPBS containing 10% fetal bovine serum (FBS, Wel-
gene, Daegu, Korea), MSC BM (without any supplements 
or FBS), and complete media (BM with supplements and 
10% FBS) for 24 h at 37 °C. Samples were washed with DI 
water thrice, and the protein concentration was meas-
ured by using Micro BCA™ Protein Assay kit (Pierce Bio-
technology, Rockford, IL) following the manufacturer’s 
protocol. To exclude the effect of BMPs immobilized on 
the surface of the BI-ST discs, the discs were pretreated 
with 1% Triton X-100 solution (Sigma-Aldrich Co.) and 
then thoroughly rinsed with DPBS to remove residual 
surfactant. For immunofluorescence staining of adsorbed 
proteins on each disc after incubation in DPBS with 10% 
FBS, all discs were treated with fluorescein isothiocy-
anate (FITC)-labeled goat anti-rabbit IgG (at 1:500, 2% 
BSA in DPBS) at RT in the dark for 1 h as described in 
our previous study [23]. Immunofluorescence imaging 
was implemented using an upright FL microscope with a 
digital camera as described above.

To assess cell attachment, hMSCs (1 ×  105 cells/mL) 
were seeded onto different Ti discs and cultured for 6 h. 
The non-adherent cells were removed by washing with 
DPBS three times. The cell number was quantified as a 
percentage of cell attachment using optical microscope 
images captured at different magnifications (inverted 
Leica DMIL microscope, Leica Microsystems, Wetzlar, 
Germany). A cell counting kit-8 (CCK-8) assay (Dojindo 
Laboratories, Kumamoto, Japan) was carried out to 
evaluate the proliferation of hMSCs. In brief, the cells 
were seeded onto the ST, BI-ST, BT-ST, and R-ST discs 
at a concentration of 1 ×  104 cells/mL, and cultured in 
the BM. On 1, 7, 14, and 21 days, the cells were washed 
with DPBS twice and incubated with CCK-8 solution for 
2 h in the dark at 37 °C. The cell proliferation on differ-
ent Ti discs was assessed by measuring the absorbance 
at 450 nm using an ELISA reader (SpectraMax® 340, 
Molecular Devices, Sunnyvale, CA).

Alkaline phosphatase (ALP) activity assay and alizarin red S 
(ARS) staining
ALP activity, an early marker of osteoblast differentia-
tion, was characterized using a commercial ALP assay 
kit (Abcam) according to the manufacturer’s protocol. 
hMSCs were seeded onto the ST, BI-ST, BT-ST, and R-ST 
discs at a density of 1 ×  104 cells/mL, and incubated at 
37 °C. The cells were washed twice with DPBS and lysed 
using an ALP assay buffer with 1 h incubation at 37 °C. An 
80 mL of lysate was mixed to a 50 μL of freshly prepared 
ρ-nitrophenyl phosphate solution (1 mM) and incubated 
at 37 °C for 1 h. A 20 μL of stop solution was added to 
quench the reaction. The ALP activity was calculated as 
the amount of ρ-nitrophenol (nM) divided by the volume 
of sample (mL) and the reaction time (min).

The extracellular mineralization was monitored by ARS 
staining. hMSCs were seeded onto the ST, BI-ST, BT-ST, 
and R-ST discs at a density of 1 ×  104 cells/mL, and cul-
tured for 1 to 21 days. The cells were washed twice with 
DPBS, fixed with 2% paraformaldehyde (Sigma-Aldrich 
Co.), and stained using a 40 mM ARS solution (pH 4.2, 
Sigma-Aldrich Co.) for 20 min. To quantify mineralized 
nodule (%), the stained ARS within cells was extracted 
by adding a 10% acetic acid solution for 30 min with con-
stant agitation and then neutralized with 10% ammo-
nium hydroxide solution. The absorbance was recorded 
at 405 nm using an ELISA reader.

RNA isolation and real‑time quantitative reverse 
transcription polymerase chain reaction (qRT‑PCR)
For real-time qRT-PCR analysis, hMSCs were seeded 
onto the ST, BI-ST, BT-ST, and R-ST discs at a den-
sity of 5 ×  104 cells/mL, and cultured for 14 days. Then, 
the cells were dissociated with 0.05% trypsin-EDTA 
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(Invitrogen, Carlsbad, CA) by mild pipetting. Total RNA 
was extracted from the detached cells using TRIzol rea-
gent (Invitrogen) and an RNeasy Mini Kit (Qiagen, 
Grand Island, NY). SuperScript III First-Strand cDNA 
Synthesis System (Invitrogen) was further used to syn-
thesize first-strand cDNA from total RNA according 
to the manufacturer’s instructions. The mRNA expres-
sion of specific genes was then determined by real-time 
qRT-PCR using the total first-strand cDNA as the tem-
plate and Power SYBR Green PCR Master Mix (Applied 
Biosystems, Carlsbad, CA). The sequences of the primers 
for runt-related transcription factor 2 (RUNX2), osteoc-
alcin (OCN), osteopontin (OPN), Vinculin, and β-actin 
are shown in Table  S2. The expression level of β-actin 
was used as an endogenous normalizer and the relative 
expression levels were calculated using the -ΔΔCt method.

Immunocytochemistry
For immunofluorescence staining, hMSCs were seeded 
onto the ST, BI-ST, BT-ST, and R-ST discs at a density of 
5 ×  104 cells/mL, and cultured for 14 days. After incuba-
tion, the cells were fixed with 4% formaldehyde (Sigma-
Aldrich Co.) for 15 min at RT, permeabilized with 0.2% 
Triton-X 100 for 5 min, and then blocked with a 2% 
bovine serum albumin (GenDEPOT, Barker, TX) solution 
in DPBS for 30 min. To immunostain OCN, the cells were 
incubated with primary mouse monoclonal antibody to 
OCN (1:250 dilutions, Abcam) overnight at 4 °C. Subse-
quently, donkey anti-mouse IgG NorthernLights NL493-
conjugated secondary antibody (1:200 dilutions, Abcam) 
was treated and then reacted at RT in the dark for 2 h. 
The nuclei were counterstained with 4′,6-diamidino-
2-phenylindole (DAPI, 0.3 μM in DPBS, Sigma-Aldrich 
Co.) at RT for 30 min. The immunofluorescence images 
were obtained under an upright FL microscope with a 
digital camera. The green FL signals from the micro-
graphs were quantified using ImageJ software (National 
Institutes of Health) to compare the relative FL intensity 
of OCN-positive areas.

Surgical procedures for animal study and removal torque 
test
A total of 40 implants with 8.0 mm in length and 3.3 mm 
in diameter were used for in vivo animal study. Six male 
beagle dogs (mean age 24 months, mean weight 15 kg) 
were randomly chosen and six or eight implants in total 
were installed per animal. All the animals were provided 
with a soft food diet and free water access. All animal 
experiments related to surgical procedures and treat-
ments were approved by the Animal Experiment Ethics 
Committee of Seoul National University and performed 
in accordance with the Animal Care and Use Committee 
guidelines (SNU-160923-1).

Initially, surgery was performed to remove mandibular 
teeth from the experimental animals. The animals were 
anesthetized by intramuscular injection of atropine sul-
fate (0.05 mg/kg; Dai Han Pharm Co., Seoul, Korea), fol-
lowed by isoflurane (Choongwae Co., Seoul, Korea). A 
1 mL of 2% lidocaine HCL and 1:100,000 epinephrine 
(Yu-Han Co., Gunpo, Korea) solution was injected into 
the extraction area. The premolar and first molar teeth 
were extracted bilaterally. Subsequently, the extrac-
tion area was closed using a sterile synthetic absorb-
able suture material, 4-0 Vicryl® (Johnson & Johnson, 
New Brunswick, NJ). When the mandibular extraction 
area was completely healed after an 8 weeks-period of 
recovery, a second surgery was carried out to place the 
implants into the alveolar ridge. The animals were anes-
thetized following the procedure as described for the 
teeth extraction. The alveolar ridge was trimmed into a 
flat ridge and drilled into a hole for implant placement. 
Each experimental implant was applied randomly (6 
implants per animal, n = 6 per group) in the edentulous 
mandibular alveolar ridge and subsequently, the muco-
periosteal flaps were sutured. Intravenous injection of 
cefazolin (20 mg/kg) was carried out at 48 h of postopera-
tion. Plaque control was managed with daily flushing of 
the oral cavity with 2% chlorhexidine gluconate. The ani-
mals were fed with a soft diet for 2 weeks, followed by a 
conventional diet in the remaining periods. Intravenous 
injection of concentrated sodium pentobarbital (Eutha-
sol, Delmarva Laboratories Inc., Midlothian, VA) was 
performed to sacrifice the animals at 8 weeks of postsur-
gery. Following euthanasia, a total of 30 block sections of 
implants, alveolar bone, and surrounding mucosa were 
harvested from the experimental animals and fixed in a 
10% neutral buffered formalin solution (Sigma Aldrich 
Co.) for the analyses.

With the same procedure as described for the teeth 
extraction and placement, each implant specimen was 
installed randomly (8 implants per animal, n = 4 per 
group) in the mandibular alveolar ridge. Two animals 
were sacrificed at postoperative 8 weeks and then the 
alveolar ridge placed with implants was immediately pro-
cessed for the measurement of the maximum removal 
torque (MRT) with a torque testing machine (CME, Téc-
nica Industrial Oswaldo Filizola, SP, Brazil). The maximal 
force was measured by removing the specimens via an 
anti-clockwise rotation and the mean MRT values were 
calculated for each group.

Micro‑computed tomography (μ‑CT) analysis
New bone formation in the peri-implant area was evalu-
ated using μ-CT analysis after 8 weeks of implantation. 
The specimens were sealed with Parafilm M® (Bemis 
Company, Inc., Neenah, WI) to prevent drying during 
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the scanning procedure. All the specimens were scanned 
using a bromine filter (0.25 mm; Skyscan-1173, version 
1.6, Bruker-CT, Kontich, Belgium) with the parameters of 
60 μA intensity, 130 kV energy, and 7.10 μm-pixel resolu-
tion. The images were processed by the NRecon recon-
struction software program (Bruker-CT). The width of 
the region of interest (ROI) in the treated mandibular 
surgical area was 1.0 mm around the implant and the 
height was 4.0 mm vertically above the implant platform. 
New bone volume (NBV;  mm3) was estimated from the 
volume occupied by new bone within ROI.

Histomorphometric analysis
After analyzing μ-CT, the specimens were cleaned thor-
oughly and dehydrated using ethanol with a gradual 
increase in concentration from 70 to 100%. The dehy-
drated specimens were subsequently embedded in acrylic 
resin (Technovit 7200, Heraeus Kulzer, Hanau, Germany) 
and then sectioned longitudinally at the center of each 
implant using a diamond cutting system (EXAKT 300 
CP, Norderstedt, Germany). The thickness of the final 
slides was grounded from the initial 400 μm to the final 
40 ± 5 μm by a grinding system (EXAKT 400CS). Gold-
ner Trichrome staining was accomplished to examine 
the newly regenerated bone tissue. The images of the 
slides were captured at 40 × magnification using an opti-
cal microscope (Olympus) connected with a charge-
coupled device digital camera (SPOT Insight 2Mp, 
Diagnostic Instruments, Sterling Heights, MI) with an 
adapter (U-CMA3, Olympus). The captured images were 
further processed using an image-analyzing software 
(IMT i-Solution Inc., Coquitlam, BC, Canada). Bone-to-
implant contact (BIC) ratio (%) was measured from the 
length of bone contact divided by the total length of the 
three upper threads. Intra-thread bone density (ITBD; %) 
was estimated from the areas occupied by the new bone 
divided by the total area between three upper threads of 
the implant [24].

Statistical analysis
All experimental results are presented as the 
mean ± standard deviation (SD). The statistical analyses 
were performed using a software R (version 3.1.3). The 
data were analyzed using a one-way analysis of variance 
(ANOVA; SAS Institute Inc., Cary, NC), followed by a 
Bonferroni test for multiple comparisons. Statistical anal-
ysis for in vivo results was performed using the Kruskal–
Wallis one-way ANOVA and the Mann–Whitney U test. 
Values of p < 0.05a, p < 0.01b, and p < 0.001c were consid-
ered statistically significant (n = 6 for physicochemi-
cal measurements and in  vitro cell study; n = 4 or 6 for 
in vivo animal study).

Results
Optimization of rGO coating and confirmation of rhBMP‑2 
immobilization on Ti surface
To optimize the coating condition of rGO, the freshly 
cleaned Ti discs were coated with a range of rGO con-
centrations (10, 100, and 1000 μg/mL) and each surface 
property was characterized (Table  S1 and Fig.  S1). The 
increase in the applied rGO concentration resulted in 
increased surface roughness (arithmetic average rough-
ness,  Ra) and decreased contact angles of water. hMSCs 
were separately cultured on the ST and R-ST discs to 
assess cellular behaviors, such as cell attachment, cell 
proliferation, ALP activity, and extracellular minerali-
zation. Interestingly, the cellular behaviors on the R-ST 
groups were found to be substantially promoted regard-
less of the rGO concentrations as compared to the con-
trol groups (ST). Meanwhile, the R-ST discs coated with 
an rGO solution of 100 μg/mL exhibited the most out-
standing surface for favorable cell adhesion, growth, and 
osteogenic differentiation. Thus, the R-ST samples coated 
with 100 μg/mL of rGO were employed in the following 
studies.

For the immobilization of rhBMP-2 on the ST disc sur-
face, the surface was homogeneously wetted by the rapid 
self-spreading of rhBMP-2 solution by capillary forces, 
followed by freezing at − 40 °C and vacuum drying. 
Immunofluorescence intensity and imaging revealed that 
rhBMP-2 was spatially uniform and evenly distributed 
throughout the entire ST surface (Fig. S2A and B).

Physicochemical characterizations of ST and R‑ST
We further characterized physicochemically the R-ST 
samples to investigate its surface properties through 
spectral, diffraction, and microscopic analyses (Figs.  1 
and 2). The Raman spectrum of intact ST disc displayed 
specific peaks near 144 and 620  cm− 1, which can be 
due to O–Ti–O symmetric stretching and symmetric 
bending vibrations, respectively (Figs.  1A and S3A). On 
the other hand, the Raman spectrum of the R-ST rep-
resented the characteristic peaks for Ti and rGO with 
the typical stretching vibration of D (1467  cm− 1) and G 
(1730  cm− 1) bands. In addition, the 2D, D + D′, and 2D′ 
bands near 2780  cm− 1, 3166  cm− 1, and 3393  cm− 1 were 
also observed [25]. The estimated intensity ratios  (ID/IG 
and  I2D/IG) of the D, 2D, and G bands for the R-ST were 
1.82 ± 0.09 and 0.37 ± 0.04, respectively, which was well 
consistent with the previous studies for rGO [26]. As 
shown in Fig.  1B, XPS spectroscopy was performed to 
examine the surface chemistry of the R-ST. The ST disc 
exhibited a characteristic Ti 2p peak at 460 eV, which cor-
responds to  Ti4+ [27]. Also, the spectrum had O 1 s and C 
1 s peaks at 530 eV and 285 eV, respectively. The R-ST disc 



Page 7 of 16Shin et al. Biomaterials Research           (2022) 26:11  

reflected O 1 s and C 1 s peaks by the structural formation 
of the coated rGO on the Ti surface. On the other hand, 
the spectrum appeared with no trace of the Ti 2p peak. 
The overall survey of the XPS spectra well agreed with 
the other previous report [28]. The robust surface coat-
ing of rGO on the ST surface was also confirmed by the 
FTIR spectroscopy (Figs. 1C and S3B). A noticeable band 
of carboxyl O–H from rGO was observed in the ranges of 
3000-3500  cm− 1 [29], and the characteristic bands were 
observed near 2900  cm− 1, assigned to the asymmetric 
and symmetric C–H stretching from the rGO [30]. On 
the other hand, the absorption band related to Ti–OH 
bending vibration was shown at around 1600  cm− 1 [31]. 

These results substantiate that the rGO coating on ST 
surface was successfully performed in a reliable manner.

Moreover, according to EBSD map analysis (Fig.  2A), 
the average grain size of the ST and R-ST discs was 
0.38 ± 0.17 μm and 0.24 ± 0.10 μm, respectively, indicat-
ing that the R-ST discs possess a regular and ultrafine-
grained surface. The visualized AFM images of the ST 
and R-ST discs indicate representative surface topog-
raphies in the selected areas (Fig.  2B). The quantita-
tive  Ra was extracted as 79.3 ± 0.9 nm and 87.1 ± 1.8 nm 
for the ST and R-ST discs, respectively, and the surface 
contact angles of the ST and R-ST were 70.5 ± 1.9° and 
53.6 ± 11.9°, respectively (Fig. 2C and Table S1).

Fig. 1 Spectral analysis of ST and R‑ST surfaces. A Raman, B XPS and C FTIR spectra of ST and R‑ST discs

Fig. 2 A EBSD mapping images, B AFM images, and C water contact angles (θ) of ST and R‑ST discs
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Protein adsorption and in vitro cellular behaviors of hMSCs 
on modified Ti discs
The ability to absorb exogenous proteins onto the sub-
strate surface plays a pivotal role in cell attachment and 
corresponding cell growth. Hence, prior to assessing 
cellular behaviors on the Ti discs, the adsorption of pro-
teins on each sample surface was analyzed quantitatively 
and observed by immunofluorescence staining (Fig. S4). 
Notably, the concentration of absorbed proteins on the 
R-ST discs was significantly increased as compared to the 
ST (control) and BI-ST discs regardless of the media com-
position. It is known that the surface oxygen-containing 
functional groups triggered the increased adsorption rate 
of the serum proteins within culture media [32, 33]. This 
advantageous surface property of the R-ST disc allows 
the strengthened surface in absorbing the exogenous pro-
teins to elicit efficient interactions with the cultured cells. 
In the following, to verify the cell-surface interactions, 
we investigated in  vitro cellular behaviors of hMSCs 
on the ST, BI-ST, BT-ST, and R-ST discs, including cell 
attachment, proliferation, ALP activity, and extracellular 
mineralization. It should be noted that the hMSCs cul-
tured on the R-ST discs obviously represented improved 

cellular interactions compared to those on other groups 
(Fig. 3). These results could be partially explained by the 
fact that the rGO-coated surfaces can effectively enhance 
cell proliferation as well as initial cell attachment [33, 34]. 
Moreover, R-ST surfaces can provide favorable microen-
vironments to direct the desired osteogenic responses of 
hMSCs, as demonstrated in our previous studies [2, 17, 
33].

Expression of osteogenesis genes and proteins in hMSCs 
on the modified Ti discs
To explore the underlying mechanism for the sponta-
neously promoted osteogenic differentiation of hMSCs 
on the ST, BI-ST, BT-ST, and R-ST discs, the expression 
of osteogenesis-related genes, such as RUNX2, OCN, 
OPN, and Vinculin was examined using real-time 
qRT-PCR. As shown in Fig.  4, regarding the mRNA 
expression levels of the four established osteogenic 
differentiation markers, the surface-modified discs 
significantly upregulated the mRNA expression levels 
of all the osteogenic markers compared to that on the 
ST (control). OCN, known as bone γ-carboxyglutamic 
acid-containing protein, was identified at an early stage 

Fig. 3 A Attachment, B proliferation, C ALP activity, and D mineralization of hMSCs cultured on control (ST), BI‑ST, BT‑ST, and R‑ST discs (p < 0.01b 
and p < 0.001c, n = 6)
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in the bone formation process to ensure a calcium-
binding, which is secreted solely by osteoblasts [35]. 
Notably, the cells cultured on the surface of the R-ST 
discs showed significantly increased mRNA expres-
sion of OCN, which was around 1.5-fold and 11.2-fold 
higher than those cultured on the BT-ST and ST discs, 
respectively. OPN, bone sialoprotein I, is recognized as 
one of the factors that strongly bind to various types 
of calcium-based biominerals in bones and teeth [36]. 
Significant upregulation of OPN expression was found 
up to 9.5-fold on the R-ST discs directly, compared to 
the control (ST). For the further validation of osteo-
genesis, the mRNA expressions of RUNX2 and Vincu-
lin were quantified. Significantly increased expressions 
were clearly observed in the cells cultured on the sur-
face-modified ST at 14 days. As well known, RUNX2 is 
a key transcription factor involved in early osteodiffer-
entiation as the master gene of bone formation, but is 
not essential for late osteoblast differentiation [37]. On 
the contrary, Vinculin is a ubiquitously expressed actin-
binding protein frequently used as a marker for both 
focal adhesion and adherens junctions [38]. Therefore, 
as the increased expression of those genes might simul-
taneously regulate mineralization and transcription in 
hMSCs on rGO-coated bioactive surfaces, we postulate 
that the spontaneous osteogenic differentiation can be 
attributed to the proteins expressed by these genes.

In addition to the earlier evaluation, immunofluores-
cence analysis was performed to investigate the expres-
sion of OCN protein, which is associated with matrix 
maturation and calcification as one of the representa-
tive markers for osteogenesis [35]. Immunofluorescence 

staining for OCN demonstrates that the R-ST and BT-ST 
discs appreciably upregulated the expression of OCN in 
hMSCs at 14 days of incubation in BM without any oste-
ogenic factors (Fig. 5). In contrast, the control (ST) and 
BI-ST disc showed a relatively lower expression of OCN. 
The merged images of nucleus and OCN indicate obvious 
differences between the ST and R-ST discs (Fig. 5A). This 
observation was confirmed by the relative FL intensity 
to show that the green FL signal from the micrograph of 
the R-ST or BT-ST disc was significantly higher than that 
of the control (Fig. 5B). This collective set of results fully 
agreed with that of qPT-PCR (Fig. 4) and implied that the 
R-ST possessed the remarkable potential to promote the 
spontaneous osteogenic differentiation of hMSCs. We 
believe that the rGO coatings would be potential can-
didates for promising scaffolds in bone tissue engineer-
ing, stimulators for osteogenic differentiation of SCs, and 
components of implantable devices, due to their excellent 
biocompatibility and bioactivity.

In vivo performance evaluation of R‑ST using removal 
torque and μ‑CT analyses
After the flattening and trimming of alveolar bone and 
forming drilled holes into the alveolar ridge, the in vivo 
performance was accessed by transplanting experimental 
implants on the defective sites (Fig. S5A-C). We observed 
that all the experimental animal groups survived without 
any complications during the surgical procedures. Volu-
metric analyses were performed to evaluate NBV using 
μ-CT images  8 weeks after implantation with the ST, 
BI-ST, BT-ST, and R-ST implant fixtures (Fig.  S5D and 
E). The estimated NBV  (mm3), BIC (%), and ITBD (%) 

Fig. 4 mRNA expression levels of osteogenic markers such as RUNX2, OCN, OPN, and Vinculin in hMSCs on control (ST), BI‑ST, BT‑ST, and R‑ST discs 
(p < 0.05a, p < 0.01b, and p < 0.001c, n = 6)
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values for each group were summarized in Table 1. The 
R-ST group exhibited predominantly the highest value of 
NBV compared to the other groups. The ROI around the 
implant site was further analyzed for the subsequent his-
tological and histomorphometric evaluation. Moreover, 
the results from the removal torque analysis of implant 
fixtures with different surface modifications in the canine 
alveolar ridge are described in Table  2. At 8 weeks of 
postsurgery, the highest mean value of MRT was found 
in the R-ST group, while the difference between the con-
trol (ST) and BI-ST group was not statistically signifi-
cant. Removal torque has been used as a biomechanical 
measure of anchorage, or endosseous integration; greater 
torque required to remove implants may be interpreted 
as an increase in the strength of bony integration [39].

Histological and histomorphometric findings
The histological measurement was helpful to identify the 
components involved in bone tissue regeneration during 
the 8-week healing period. The expanded view of the BIC 
clearly shows that the BT-ST and R-ST groups have more 
osseointegrated areas than the BI-ST and control groups 

Fig. 5 Immunofluorescence staining of OCN (A) and relative FL intensity (B) in hMSCs on control (ST), BI‑ST, BT‑ST, and R‑ST discs (Nu: nucleus; blue 
FL from DAPI and green FL from NorthernLights NL493; p < 0.01b and p < 0.001c, n = 6)

Table 1 The volumetric and histomorphometric parameters 
estimated from the μ‑CT images of the upper three threads 
around the ROI (p < 0.05a, p < 0.01b, and p < 0.001c, n = 6)

*NBV New Bone Volume, BIC Bone-to-Implant Contact, ITBD Intra-Thread Bone 
Density

**ST: SLA Ti; BI-ST: rhBMP-2-immobilized ST; BT-ST: rhBMP-2-treated ST; R-ST: 
rGO-coated ST

Implant Group Variable

NBV*  (mm3) BIC* (%) ITBD* (%)

Control (ST)**

 Mean 22.26 63.26 60.96

 SD 4.05 4.70 4.74

BI‑ST**

 Mean 27.58 70.20 a 65.33

 SD 4.16 5.07 5.11

BT‑ST**

 Mean 32.42a 79.34b 77.37b

 SD 3.07 6.09 5.18

R‑ST**

 Mean 41.84b 89.45c 88.58c

 SD 4.27 5.32 5.83
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comparatively (Fig.  6). A matured bone growth was 
observed in the R-ST implant-placed animal group, while 
relatively large voids and osteoid regions transforming 
into new bone were found in other groups. For a better 
understanding, the upper three threads of ROI in the 
control were comprehensively demonstrated in Fig.  S6, 
along with the BIC site, implant surface, and biological 
molecules associated with bone tissue regeneration. The 
BIC and ITBD ratios were measured from the length 
(red line) and area (yellow shade), respectively, of three 
thread portions of the implant at the defect site [40]. The 
results of histomorphometric variables with SD were 

summarized in Table  1. Both BT-ST and R-ST groups 
showed a significant difference compared to the control 
and BI-ST groups in terms of BIC (%) and ITBD (%).

Discussion
The present study aims to evaluate the bone tissue regen-
eration ability of different Ti surfaces, which was modi-
fied by SLA treatment and subsequently fabricated by 
biocompatible rGO (coated) and rhBMP-2 (immobilized 
or treated). It was reported that Ti implants with rougher 
surfaces provide a larger surface area between implant 
and bone, enhance friction, improve osseointegration, 
and ultimately augment their early stability [41]. SLA 
is the representative method that presents astonishing 
implant fixation and a higher success rate as compared to 
the early mechanically treated surfaces [42]. However, the 
lack of strategies for stimulating dental tissue regenera-
tion has been acknowledged as a clinical challenge. In the 
present work, we fabricated the R-ST (i.e. rGO-coated 
SLA Ti) implants and compared the effects of different 
surface treatments of Ti implants on osseointegration 
to develop a novel strategy for promoting dental tissue 
regeneration.

Table 2 The removal torque value (p < 0.05a and p < 0.01b, n = 4)

*ST: SLA Ti; BI-ST: rhBMP-2-immobilized ST; BT-ST: rhBMP-2-treated ST; R-ST: 
rGO-coated ST

**MRT Maximum Removal Torque

Control (ST)* BI‑ST* BT‑ST* R‑ST*

MRT** (Ncm)

 Mean 13.14 15.82 19.92a 25.20b

 SD 5.67 4.76 6.83 5.01

Fig. 6 Histological section of peri‑implant dehiscence defect areas from all the experimental groups (control, BI‑ST, BT‑ST, and R‑ST) at 8 weeks after 
surgery. The ROI for measurements of BIC length and ITBD is shown with enlarged view (Goldner Trichrome staining)
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We first optimized the rGO concentration in coating 
process on the R-ST, and the optimized concentration 
(100 μg/mL) of rGO solution was found to be capable of 
providing a suitable surface for cell growth through the 
examination of surface chemistry and in vitro cell behav-
ior analyses (Table S1 and Fig. 3). Though dose-depend-
ent changes have been observed for the physicochemical 
characterizations within the manufacturing conditions, 
the optimized R-ST disc showed a promising result to 
the investigated hMSCs than other concentrated sam-
ples. The series of spectral, diffraction, and microscopic 
analyses were helpful to identify the surface proper-
ties of the R-ST discs (Figs.  1 and 2). According to the 
Raman spectra, the  ID/IG ratio revealed that rGO was 
successfully synthesized without the use of toxic chemi-
cals; instead, we utilized a phytochemical (EGCG), one 
of the most abundant polyphenols found in green tea 
[43], in the reduction step. The  I2D/IG ratio of less than 
1 indicates a multi-layered graphitic structure with the 
presence of few defect sites, revealed by a less intensity 
of the 2D band to G band [25, 28]. Hence, we infer that 
the rGO synthesized using phytochemical has many lay-
ers with few defects in its crystal structure as evidenced 
by the low  I2D/IG (0.37 ± 0.04) value (Figs. 1A and S3A). 
On the other hand, the Ti 2p peak disappeared in XPS 
of the R-ST while the FTIR spectrum of the R-ST exhib-
ited strong characteristic peaks of rGO, suggesting that 
the surface of Ti material was well coated by rGO during 
fabrication (Figs. 1B, C and S3B). From the EBSD meas-
urement, the rGO coating has no critical effect on the 
regular and ultrafine-grained surface of Ti discs (Fig. 2A). 
Meanwhile, the presence of rGO on the R-ST surface 
naturally influenced an increase in the surface rough-
ness  (Ra) value by adding the nanofilms (Fig. 2B). It has 
been reported that the micro/nanoscale surface rough-
ness can enhance and direct the growth of bone-related 
cells while achieving osseointegration at the osseous site 
[44]. The reduction in average grain size and smooth sur-
face in the measured area for the R-ST samples revealed 
that the microstructure of the Ti disc was improved due 
to effective rGO coating. Because rGO possesses abun-
dant oxygen-containing functional groups on its basal 
plane, the rGO coating could increase the hydrophilicity 
of the cell-interfaced surface in the case of the R-ST sam-
ples (Fig. 2C). This is an important parametric feature to 
determine the bioactive capability of the implant surface 
with the microenvironment to the cells and related many 
biological macromolecules. Moreover, the provided 
implant surface plays an important role in ensuring bio-
compatibility and promoting the early stage of osseoin-
tegration by affecting cellular growth and accelerating 

adhesion of plasma proteins including prothrombin 
[45]. Previous studies revealed that osteoblasts cultured 
on hydrophilic surfaces exhibited higher levels of osteo-
genic differentiation markers such as ALP and OCN 
when compared to hydrophobic surfaces [46]. Altogether, 
as the coating of rGO on the Ti surface can effectively 
improve the surface properties of Ti material, we envis-
age that the resulting surface bioactivity of the implants 
would aid for effective in  vivo osseointegration during 
bone tissue regeneration application.

As presented, the osteogenic capacity of hMSCs on 
the varied Ti discs was demonstrated to compare cell 
attachment, proliferation, ALP activity, and extracellular 
mineralization. Within the controlled experimental con-
ditions, the R-ST group obviously showed the highest 
beneficial effects on the cellular behaviors. So far, there 
have been extensive studies on developing functionalized 
Ti surfaces that can enhance osteogenesis and acceler-
ate bone tissue regeneration using various biomolecules. 
For example, Ti surface immobilized with siRNA target-
ing the MIR31HG gene (siMIR31HG) was found to pro-
mote the osteogenic differentiation of MSCs, and the 
siMIR31HG-functionalized surface could induce larger 
ALP production, compared to the siRNA control with a 
thermal alkali-treated surface [47]. It was reported that 
laser-treated Ti discs with a nano-scaled topography 
could reduce the proliferation of human umbilical cord 
MSCs but increase osteogenic differentiation [48]. More 
recently, it was discovered that Ti surfaces functional-
ized with exosomes derived from MSCs could effectively 
interact with MSCs and rapidly promote MSC adhe-
sion and proliferation [49]. The surfaces of immobilized 
exosomes and the combination of immobilized and sus-
pended exosomes increased the surface coverage of cells 
as compared to the Ti control surface. Likewise, bioin-
spired material 3,4-dihydroxy-L-phenylalanine (DOPA)-
coated Ti surface exhibited enhancement of cellular 
adhesion and spreading compared to the uncoated con-
trol [50]. It was impressive that simple DOPA coating sig-
nificantly enhanced the ALP activity of MSCs compared 
to control cells at day 7 of the investigation. Neverthe-
less, some researchers are still skeptical of biomolecules 
or growth factors due to the possibility of their unpre-
dictable side effects, such as ectopic bone formation and 
postoperative inflammation [20]. In contrast, our sur-
face modification strategy of the R-ST can be one possi-
ble alternative at a high level to promote cell growth and 
osteogenic differentiation without any biochemical fac-
tors, which suggests that it has an unprecedented impact 
on the development classified as a novel surface modifi-
cation method for dental applications (Figs. 4 and 5).
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Importantly, to validate the in  vivo performance of 
the R-ST implant, we examined the effects of the R-ST 
implants on osseointegration and new bone formation 
in a beagle dog model (Tables 1 and 2, and Fig. 6). Dur-
ing the healing period of implant sites, no implant failure 
was evaluated, ensuring all groups maintained primary 
stability, which is a prerequisite characteristic of osse-
ointegration. Since osseointegration integrates vital bone 
with the surface of the implant by a direct structural and 
functional connection, the implant contact site acts as 
the platform to interact with bone growing cells during 
bone tissue regeneration [2]. On this, the volumetric and 
histomorphometric results clearly demonstrated that the 
R-ST implant exhibited larger NBV, BIC, and ITBD val-
ues than other groups (Table  1). Similar work has been 
reported on dental tissue regeneration by extracting teeth 
from the mandible of beagle dogs using a 3D printed 
scaffold loaded with rhBMP-2 [51], which revealed 
NBV of the BMP-treated groups (10.08 ± 2.40  mm3) 
was significantly higher than other control groups 
(6.30 ± 2.90  mm3). The percentage of the BIC ratio was 
also found to be 22.61 ± 6.92% and 51.29 ± 14.64% for 
the control and BMP group, respectively. Moreover, vari-
ous volumetric and histomorphometric parameters of 
collagen membrane (CM) and electron beam irradiated 
bacterial cellulose membrane (EI-BCM) were evaluated 
in peri-implant dehiscence defects of beagle dogs, in 
which NBV and BIC values of CM and EI-BCM treated 
groups were limited up to 3  mm3 and 55%, respectively 
[52]. In another study, the effects of immobilization of 
rhBMP-2 on Ti surfaces on osseointegration and bone 
regeneration were investigated [24]. The maximum ITBD 
value of recombinant human platelet-derived growth 
factor-BB and rhBMP-2 immobilized Ti implants was 
69.22 ± 3.96%, which was significantly greater than that 
of pure Ti discs (54.90 ± 7.24%). On the other hand, it 
was reported that the anodized  TiO2 nanotube coated 
with a certain thickness of the PLGA layer was an ideal 
and suitable rhBMP-2 carrier to enhance osseointegra-
tion [53]. In our present work, the R-ST implant showed 
a significant improvement in dental tissue regenera-
tion (NBV = 41.84 ± 4.27  mm3, BIC = 89.45 ± 5.32%, and 
ITBD = 88.58 ± 5.83%), while even the control group 
(ST implant) has shown betterment in terms of NBV, 
BIC, and ITBD. Moreover, these results well agreed with 
those of the removal torque test, showing that the highest 
MRT value (25.20 ± 5.01 Ncm) was recorded in the R-ST 
implant (Table 2).

It has been well-known that osteoblasts secrete an 
unmineralized organic matrix called osteoid in the ini-
tial phase, which turns into mineralized bone tissue dur-
ing the maturation phase. The combination of the osteoid 
and mineralized bone matrix represents a total bone tissue 

and the osteoid formation is facilitated by the increased 
surface wettability of the implant [40]. The observation of 
abundant osteoid mass and void in the intact Ti implant 
indicates that the ST implant-treated animal group did not 
recover completely at the end of the implantation period. 
Meanwhile, the R-ST implant-treated animal group has 
a complete mineralized bone tissue forming a dense net-
work close to the implant surface (Fig.  6). Based on the 
results of physicochemical characterizations and biologi-
cal evaluations, we might conclude that the R-ST implant 
has the desired surface properties of Ti implant, such as 
surface topography, roughness, and molecular wettabil-
ity, which influenced largely cell attachment and prolif-
eration, ALP activity, extracellular matrix mineralization, 
and expression of osteogenesis-related genes and protein. 
Furthermore, our findings in  vivo demonstrated that the 
R-ST implant might be employed as a novel dental implant 
material that can provide an amicable microenvironment 
for the integration of regenerating tissues and the implant 
site as evidenced by a promising osseointegration profile 
and the accelerated bone tissue regeneration.

Conclusions
In the present study, the surface of ST-based discs and 
implants was modified with different substances such as 
rhBMP-2 and rGO, and then characterized along with 
the unmodified control. We found that the R-ST exhib-
ited excellent surface properties that can promote in vitro 
osteogenic differentiation and accelerate in vivo osseoin-
tegration. This current discovery of the potential of the 
rGO-coated sample is of paramount importance in the 
context of the development of functional bionanoma-
terials to guide and promote dental tissue regeneration. 
Furthermore, it is expected that this study could pave the 
way to opt for promising implant surface based on those 
in vitro and in vivo analyses. Our fascinating results can 
be summarized as follows:

• The rGO-coated Ti surface has excellent biocompat-
ibility and superior ability to absorb the exogenous 
proteins, which can elicit robust cellular responses.

• The rGO-coated Ti surface significantly promotes 
cell growth and osteogenic differentiation without 
any osteogenic factors.

• The rGO-coated implant significantly accelerates 
the osseointegration and dental tissue regeneration 
in vivo.

Taken together, these observations, which could have 
general significance, suggest that the rGO-coated Ti can 
be a promising candidate for developing of futuristic den-
tal and orthopedic implants to accelerate bone regenera-
tion and osseointegration.
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Additional file 1: Table S1. Optimization of rGO coating on SLA Ti (ST) 
surface (10‑1000 μg/mL). Surface properties and cellular behaviors of 
hMSCs on the R‑ST discs were investigated. Data are expressed with 
mean ± SD (p < 0.05a, p < 0.01b, and p < 0.001c, n = 6). Table S2. qRT‑PCR 
primer sequences for RUNX2, OCN, OPN, Vinculin, and β‑actin. Fig. S1. 
Microscopic and contact angle analyses of R‑ST surfaces coated with 10 
and 1000 μg/mL of rGO. 3D AFM images of R‑ST surfaces coated with (A) 
10 and (B) 1000 μg/mL of rGO. Water contact angles (θ) of R‑ST surfaces 
coated with (C) 10 and (D) 1000 μg/mL of rGO. Fig. S2. (A) FL intensity and 
(B) immunofluorescence staining of rhBMP‑2 immobilized on ST surface 
(red FL from TRITC). Fig. S3. Spectral analysis of ST and R‑ST surfaces 
coated with a range of rGO concentrations (10, 100, and 1000 μg/mL). (A) 
Raman and (B) FTIR spectra of ST and R‑ST discs. Fig. S4. Quantification 
of the surface protein adsorption on the ST, BI‑ST, and R‑ST discs. Protein 
concentrations were determined by the bicinchoninic acid (BCA) assay 
after incubation with (A) Dulbecco’s phosphate‑buffered saline containing 
10% fetal bovine serum (FBS), (B) MSC basal media (without any supple‑
ments or FBS), and (C) complete media (with supplements and 10% FBS) 
for 24 h at 37°C. (D) Immunofluorescence images (green FL from FITC) of 
adsorbed proteins on the surface of each disc after incubation with (A). 
The data are expressed as the mean ± SD (n = 6). An asterisk (*) denotes 
a statistically significant difference compared to the control (ST), p < 0.05. 
Fig. S5. (A) Clinical photographs depicting the flattening of alveolar bone, 
(B) trimming alveolar ridge into a flat ridge and making drilled holes for 
the implant placement and (C) implants inserted into the alveolar ridge 
by surgical procedures. The micro‑computed tomography (μ‑CT) images 
of mesiodistal section of all the implant sites were reconstructed. (D) 
The region of interest (ROI, shown in blue shade) with implant contact 
site displayed with a width of 1.0 mm and height of 4.0 mm. (E) 3D 
reconstructed μ‑CT image of occlusal section of the implant site (left) 
and ROI around the implant (right). Fig. S6. (A) Histological specimen of 
ST implant (control). (B) A magnified view of the upper three threads of a 
region of interest (ROI), from which histomorphometric parameters such 
as intra‑thread bone density (ITBD) area and bone‑to‑implant contact 
(BIC) length were measured (A symbol, ‘I’ represents an implant fixture.). 
(C) ITBD area shown with yellow shade. (D) The boundary line (red) has 
been drawn over the implant surface. The dotted line indicates the place 
of implant contact with the regenerated bone tissue (BIC) whereas the 
solid line implies the void left. (E) The biological components involved in 
the bone tissue regeneration process are indicated as follows: solid arrow 
(void); dashed arrow (osteoid); new bone (*).

Acknowledgements
Not applicable.

Authors’ contributions
YCS, JHL, MSK and SWH carried out in vitro experiments and participated 
in the fabrication of substrates. JHB, BK, and JBH performed in vivo animal 
study. YCS, JHL, JHB and ISR prepared the original draft. SWH, JBH, and DWH 
revised and edited the draft. SWH and DWH performed supervision, project 
administration, and funding acquisition. All authors read and approved the 
final manuscript.

Funding
This work was supported by the National Research Foundation of Korea (NRF) 
grant funded by the Korea government (MSIT) (No. 2021R1A2C2006013) and 
the Korea Evaluation Institute of Industrial Technology (KEIT) grant funded by 
the Ministry of Trade, Industry, and Energy (MOTIE, Korea) (No. 20002010 and 
20014399).

Availability of data and materials
All data generated or analyzed during this study are included in this published 
article.

Declarations

Ethics approval and consent to participate
The Animal Experiment Ethics Committee of Seoul National University 
approved the protocol in accordance with the Animal Care and Use Commit‑
tee guidelines (SNU‑160923‑1).

Consent for publication
Not applicable.

Competing interests
The authors declare that they have no competing interests.

Author details
1 Department of Cogno‑Mechatronics Engineering, College of Nanoscience 
& Nanotechnology, Pusan National University, Busan 46241, South Korea. 
2 Department of Biomedical Engineering, The University of Texas at Austin, 
Austin, TX 78712, USA. 3 Department of Prosthodontics, Dental Research 
Institute, Dental and Life Sciences Institute, Education and Research Team 
for Life Science on Dentistry, School of Dentistry, Pusan National University, 
Yangsan 50612, South Korea. 4 Daan Korea Corporation, Seoul 06252, South 
Korea. 5 Bio‑IT Fusion Technology Research Institute, Pusan National University, 
Busan 46241, South Korea. 6 Dental Life Science Research Institute / Innova‑
tion Research & Support Center for Dental Science, Seoul National University 
Dental Hospital, Seoul 03080, South Korea. 

Received: 7 January 2022   Accepted: 24 February 2022

References
 1. Puleo D, Nanci A. Understanding and controlling the bone–implant 

interface. Biomaterials. 1999;20(23‑24):2311–21.
 2. Lee JH, Shin YC, Lee S‑M, Jin OS, Kang SH, Hong SW, et al. Enhanced 

osteogenesis by reduced graphene oxide/hydroxyapatite nanocompos‑
ites. Sci Rep. 2015;5:18833.

 3. Park KO, Lee JH, Park JH, Shin YC, Huh JB, Bae JH, et al. Graphene 
oxide‑coated guided bone regeneration membranes with enhanced 
osteogenesis: spectroscopic analysis and animal study. Appl Spectrosc 
Rev. 2016;51(7‑9):540–51.

 4. Le Thieu MK, Homayouni A, Hæren LR, Tiainen H, Verket A, Ellingsen JE, et al. 
Impact of simultaneous placement of implant and block bone graft substi‑
tute: an in vivo peri‑implant defect model. Biomater Res. 2021;25(1):43.

 5. Le Guéhennec L, Soueidan A, Layrolle P, Amouriq Y. Surface treatments 
of titanium dental implants for rapid osseointegration. Dent Mater. 
2007;23(7):844–54.

 6. Pohler OE. Unalloyed titanium for implants in bone surgery. Injury. 
2000;31(S4):7–13.

 7. Im GI. Biomaterials in orthopaedics: the past and future with immune 
modulation. Biomater Res. 2020;24(1):7.

https://doi.org/10.1186/s40824-022-00257-7
https://doi.org/10.1186/s40824-022-00257-7


Page 15 of 16Shin et al. Biomaterials Research           (2022) 26:11  

 8. Kang MS, Jeong SJ, Lee SH, Kim B, Hong SW, Lee JH, et al. Reduced 
graphene oxide coating enhances osteogenic differentiation of human 
mesenchymal stem cells on Ti surfaces. Biomater Res. 2021;25(1):4.

 9. Cleemput S, Huys SEF, Cleymaet R, Cools W, Mommaerts MY. Additively 
manufactured titanium scaffolds and osteointegration ‑ meta‑analyses 
and moderator‑analyses of in vivo biomechanical testing. Biomater Res. 
2021;25(1):18.

 10. Huh JB, Lee JY, Jeon YC, Shin SW, Ahn JS, Ryu JJ. Physical stability of 
arginine‑glycine‑aspartic acid peptide coated on anodized implants after 
installation. J Adv Prosthodont. 2013;5(2):84–91.

 11. Rammelt S, Heck C, Bernhardt R, Bierbaum S, Scharnweber D, Goebbels 
J, et al. In vivo effects of coating loaded and unloaded Ti implants with 
collagen, chondroitin sulfate, and hydroxyapatite in the sheep tibia. J 
Orthop Res. 2007;25(8):1052–61.

 12. Hall J, Sorensen RG, Wozney JM, Wikesjö UM. Bone formation at rhBMP‑
2‑coated titanium implants in the rat ectopic model. J Clin Periodontol. 
2007;34(5):444–51.

 13. Singh V, Joung D, Zhai L, Das S, Khondaker SI, Seal S. Graphene based 
materials: past, present and future. Prog Mater Sci. 2011;56(8):1178–271.

 14. Shin YC, Lee JH, Jin OS, Kang SH, Hong SW, Kim B, et al. Synergistic effects 
of reduced graphene oxide and hydroxyapatite on osteogenic differen‑
tiation of MC3T3‑E1 preosteoblasts. Carbon. 2015;95:1051–60.

 15. Kang ES, Kim DS, Suhito IR, Lee W, Song I, Kim TH. Two‑dimensional 
material‑based bionano platforms to control mesenchymal stem cell 
differentiation. Biomater Res. 2018;22:10.

 16. Kang MS, Lee JH, Song S‑J, Shin D‑M, Jang J‑H, Hyon S‑H, et al. Graphene 
oxide‑functionalized nanofibre composite matrices to enhance differen‑
tiation of hippocampal neuronal cells. Mater Adv. 2020;1(9):3496–506.

 17. Lee JH, Shin YC, Jin OS, Kang SH, Hwang Y‑S, Park JC, et al. Reduced gra‑
phene oxide‑coated hydroxyapatite composites stimulate spontaneous 
osteogenic differentiation of human mesenchymal stem cells. Nanoscale. 
2015;7(27):11642–51.

 18. Kim JW, Shin YC, Lee JJ, Bae EB, Jeon YC, Jeong CM, et al. The effect of 
reduced graphene oxide‑coated biphasic calcium phosphate bone graft 
material on osteogenesis. Int J Mol Sci. 2017;18(8):1725.

 19. Jeong J, Kim JH, Shim JH, Hwang NS, Heo CY. Bioactive calcium phos‑
phate materials and applications in bone regeneration. Biomater Res. 
2019;23:4.

 20. James AW, LaChaud G, Shen J, Asatrian G, Nguyen V, Zhang X, et al. A 
review of the clinical side effects of bone morphogenetic protein‑2. Tis‑
sue Eng B Rev. 2016;22(4):284–97.

 21. Akhavan O, Kalaee M, Alavi Z, Ghiasi S, Esfandiar A. Increasing the anti‑
oxidant activity of green tea polyphenols in the presence of iron for the 
reduction of graphene oxide. Carbon. 2012;50:3015–25.

 22. Kim NH, Lee SH, Ryu JJ, Choi KH, Huh JB. Effects of rhBMP‑2 on sand‑
blasted and acid etched titanium implant surfaces on bone regeneration 
and osseointegration: spilt‑mouth designed pilot study. Biomed Res Int. 
2015;2015:459393.

 23. Shin YC, Kim J, Kim SE, Song SJ, Hong SW, Oh JW, et al. RGD peptide and 
graphene oxide co‑functionalized PLGA nanofiber scaffolds for vascular 
tissue engineering. Regen Biomater. 2017;4(3):159–66.

 24. Lee SH, Bae EB, Kim SE, Yun YP, Kim HJ, Choi JW, et al. Effects of immobi‑
lizations of rhBMP‑2 and/or rhPDGF‑BB on titanium implant surfaces on 
osseointegration and bone regeneration. Coatings. 2018;8(1):17.

 25. Muzyka R, Drewniak S, Pustelny T, Chrubasik M, Gryglewicz G. Charac‑
terization of graphite oxide and reduced graphene oxide obtained from 
different graphite precursors and oxidized by different methods using 
Raman spectroscopy. Materials. 2018;11(7):1050.

 26. Foroutan T, Ahmadi F, Moayer F, Khalvati S. Effects of intraperitoneal 
injection of magnetic graphene oxide on the improvement of acute liver 
injury induced by  CCl4. Biomater Res. 2020;24:14.

 27. Chanda A, Rout K, Vasundhara M, Joshi SR, Singh J. Structural and mag‑
netic study of undoped and cobalt doped  TiO2 nanoparticles. RSC Adv. 
2018;8(20):10939–47.

 28. Marquez C, Rodriguez N, Ruiz R, Gamiz F. Electrical characterization and 
conductivity optimization of laser reduced graphene oxide on insulator 
using point‑contact methods. RSC Adv. 2016;6(52):46231–7.

 29. Selvam KP, Nagahata T, Kato K, Koreishi M, Nakamura T, Nakamura Y, et al. 
Synthesis and characterization of conductive flexible cellulose carbon 
nanohorn sheets for human tissue applications. Biomater Res. 2020;24:18.

 30. Naebe M, Wang J, Amini A, Khayyam H, Hameed N, Li LH, et al. Mechani‑
cal property and structure of covalent functionalised graphene/epoxy 
nanocomposites. Sci Rep. 2014;4:4375.

 31. Hejri Z, Hejri M, Omidvar M, Morshedi S. A novel nanocomposite as adsor‑
bent for formaldehyde removal from aqueous solution. Advances Nano 
Res. 2020;8(1):1–11.

 32. Ku SH, Park CB. Myoblast differentiation on graphene oxide. Biomaterials. 
2013;34(8):2017–23.

 33. Shin YC, Lee JH, Jin L, Kim MJ, Kim YJ, Hyun JK, et al. Stimulated myoblast 
differentiation on graphene oxide‑impregnated PLGA‑collagen hybrid 
fibre matrices. J Nanobiotechnol. 2015;13:21.

 34. Kang SH, Shin YC, Hwang EY, Lee JH, Kim CS, Lin Z, et al. Engineered 
“coffee‑rings” of reduced graphene oxide as ultrathin contact guidance to 
enable patterning of living cells. Mater Horiz. 2019;6(5):1066–79.

 35. Jeon S, Lee JH, Jang HJ, Lee YB, Kim B, Kang MS, et al. Spontaneously 
promoted osteogenic differentiation of MC3T3‑E1 preosteoblasts on 
ultrathin layers of black phosphorus. Mater Sci Eng C. 2021;128:112309.

 36. Iline‑Vul T, Nanda R, Mateos B, Hazan S, Matlahov I, Perelshtein I, et al. 
Osteopontin regulates biomimetic calcium phosphate crystallization 
from disordered mineral layers covering apatite crystallites. Sci Rep. 
2020;10(1):15722.

 37. Liu TM, Lee EH. Transcriptional regulatory cascades in Runx2‑dependent 
bone development. Tissue Eng B Rev. 2013;19(3):254–63.

 38. Ziegler WH, Liddington RC, Critchley DR. The structure and regulation of 
vinculin. Trends Cell Biol. 2006;16(9):453–60.

 39. Elias CN, Oshida Y, Lima JHC, Muller CA. Relationship between surface 
properties (roughness, wettability and morphology) of titanium 
and dental implant removal torque. J Mech Behav Biomed Mater. 
2008;1(3):234–42.

 40. Lee J, Yoo JM, Amara HB, Lee Y‑M, Lim Y‑J, Kim H, et al. Bone healing 
dynamics associated with 3 implants with different surfaces: histologic 
and histomorphometric analyses in dogs. J Periodontal Implant Sci. 
2019;49(1):25–38.

 41. Zechner W, Tangl S, Fürst G, Tepper G, Thams U, Mailath G, et al. Osseous 
healing characteristics of three different implant types: a histologic 
and histomorphometric study in mini‑pigs. Clin Oral Implants Res. 
2003;14(2):150–7.

 42. Klokkevold PR, Nishimura RD, Adachi M, Caputo A. Osseointegration 
enhanced by chemical etching of the titanium surface. A torque removal 
study in the rabbit. Clin Oral Implants Res. 1997;8(6):442–7.

 43. Raja IS, Preeth DR, Vedhanayagam M, Hyon SH, Lim D, Kim B, et al. 
Polyphenols‑loaded electrospun nanofibers in bone tissue engineering 
and regeneration. Biomater Res. 2021;25(1):29.

 44. Deng Y, Liu X, Xu A, Wang L, Luo Z, Zheng Y, et al. Effect of surface rough‑
ness on osteogenesis in vitro and osseointegration in vivo of carbon 
fiber‑reinforced polyetheretherketone–nanohydroxyapatite composite. 
Int J Nanomedicine. 2015;10:1425–47.

 45. Sartoretto SC, Alves ATNN, Resende RFB, Calasans‑Maia J, Granjeiro JM, 
Calasans‑Maia MD. Early osseointegration driven by the surface chemistry 
and wettability of dental implants. J Appl Oral Sci. 2015;23(3):279–87.

 46. Zhao G, Schwartz Z, Wieland M, Rupp F, Geis‑Gerstorfer J, Cochran D, 
et al. High surface energy enhances cell response to titanium substrate 
microstructure. J Biomed Mater Res A. 2005;74(1):49–58.

 47. Huang Y, Zheng Y, Xu Y, Li X, Zheng Y, Jia L, et al. Titanium surfaces 
functionalized with siMIR31HG promote osteogenic differentiation 
of bone marrow mesenchymal stem cells. ACS Biomater Sci Eng. 
2018;4(8):2986–93.

 48. Bressel TA, De Queiroz JDF, Moreira SMG, Da Fonseca JT, Edson Filho A, 
Guastaldi AC, et al. Laser‑modified titanium surfaces enhance the osteo‑
genic differentiation of human mesenchymal stem cells. Stem Cell Res 
Ther. 2017;8:269.

 49. Wang X, Shah FA, Vazirisani F, Johansson A, Palmquist A, Omar O, et al. 
Exosomes influence the behavior of human mesenchymal stem cells on 
titanium surfaces. Biomaterials. 2020;230:119571.

 50. Ma T, Ge X‑Y, Hao K‑Y, Jiang X, Zheng Y, Lin Y, et al. Titanium discs 
coated with 3, 4‑dihydroxy‑l‑phenylalanine promote osteogenic dif‑
ferentiation of human bone mesenchymal stem cells in vitro. RSC Adv. 
2019;9(16):9117–25.

 51. Bae JC, Lee JJ, Shim JH, Park KH, Lee JS, Bae EB, et al. Development and 
assessment of a 3D‑printed scaffold with rhBMP‑2 for an implant surgical 



Page 16 of 16Shin et al. Biomaterials Research           (2022) 26:11 

•
 
fast, convenient online submission

 •
  

thorough peer review by experienced researchers in your field

• 
 
rapid publication on acceptance

• 
 
support for research data, including large and complex data types

•
  

gold Open Access which fosters wider collaboration and increased citations 

 
maximum visibility for your research: over 100M website views per year •

  At BMC, research is always in progress.

Learn more biomedcentral.com/submissions

Ready to submit your researchReady to submit your research  ?  Choose BMC and benefit from: ?  Choose BMC and benefit from: 

guide stent and bone graft material: a pilot animal study. Materials. 
2017;10(12):1434.

 52. Lee SH, An SJ, Lim YM, Huh JB. The efficacy of electron beam irradiated 
bacterial cellulose membranes as compared with collagen membranes 
on guided bone regeneration in peri‑implant bone defects. Materials. 
2017;10(9):1018.

 53. Zhang Y, Hu L, Lin M, Cao S, Feng Y, Sun S. rhBMP‑2‑loaded PLGA/titanium 
nanotube delivery system synergistically enhances osseointegration. ACS 
Omega. 2021;6(25):16364–72.

Publisher’s Note
Springer Nature remains neutral with regard to jurisdictional claims in pub‑
lished maps and institutional affiliations.


	Enhanced osseointegration of dental implants with reduced graphene oxide coating
	Abstract 
	Background: 
	Methods: 
	Results: 
	Conclusion: 

	Introduction
	Materials and methods
	Materials
	Preparation of surface-modified ST discs and implants
	Physicochemical characterizations
	Protein adsorption, cell attachment and cell proliferation assays
	Alkaline phosphatase (ALP) activity assay and alizarin red S (ARS) staining
	RNA isolation and real-time quantitative reverse transcription polymerase chain reaction (qRT-PCR)
	Immunocytochemistry
	Surgical procedures for animal study and removal torque test
	Micro-computed tomography (μ-CT) analysis
	Histomorphometric analysis
	Statistical analysis

	Results
	Optimization of rGO coating and confirmation of rhBMP-2 immobilization on Ti surface
	Physicochemical characterizations of ST and R-ST
	Protein adsorption and in vitro cellular behaviors of hMSCs on modified Ti discs
	Expression of osteogenesis genes and proteins in hMSCs on the modified Ti discs
	In vivo performance evaluation of R-ST using removal torque and μ-CT analyses
	Histological and histomorphometric findings

	Discussion
	Conclusions
	Acknowledgements
	References


